[The use of different albumin preparations as calibrators in determining the total protein in blood serum by the biuret method].
The authors have investigated the possibility of using various albumin preparations as calibrators in measurements of human blood serum total protein by the biuret method. Analysis of Precinorm U and Precipath U reference sera has demonstrated that use of various albumin preparations as calibrators may result in significant deviations (as much as 27%) of the resultant values from the due ones.